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DIACOM NAVIGATOR INSTRUCTIONS
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Technology for your future

You have the control of how your life will progress, we provide you with a new tool for that lifestyle option.

You are in the right place at the right time

Welcome to the world of DIACOM Bioscan.  Enjoy your learning experience with one of the easiest machines to learn and implement.

Redefining the 21st Century Health Care…A State-of-the-Art Early Detection, with early Prevention Technology

Electro Molecular Resonance Imaging Technology
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(Picture of a DIACOM and with product cup and headset)

Good luck in your learning and remember this book is ONLY the first step in learning the DIACOM. Continued education to enhance your skills is recommended for all technicians.

UNDERSTANDING YOUR MACHINE

The DIACOM is a device that displays and measures feedback loops between the client and the device.  Diacom biofeedback, provides the client the opportunity to voluntarily control their own physiological parameters within the body.  This biofeedback loop is preformed through a wholistic approach utilizing mind, body and spirit.

All data is recorded and compared to the “normal” Etalons signal or Biofeedback visual picture allowing the determination of areas which may be outside of normal parameters and which could benefit from educational training of muscular and emotional balancing.

Graph:  The scheme of terminal waves’ diffraction of the brain, heart and liver
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Recommended Frequency balancing is to be kept under 1 hour and only 3 attempts should be provided to and from the client for any one location. 

For acute conditions recommended biofeedback sessions may be daily to every 2 to 3 days.  It is suggested that subjects who display normal or chronic conditions be scanned on a weekly to bi-monthly schedule. Rechecking the clients reaction to biofeedback with their supplements should be done every 1 - 1 ½ months to keep track of how the client influences their supplementation.  Although Frequency balancing is recommended to achieve 70% – 80% rectification on any panel, only three attempts per panel should be made to achieve that level.  

Homeopathic frequencies which have been determined using historical data, have been inverted allowing the client the option to make an educated decision as to options which they may utilize outside of the session

An organ, which is missing, should be listed in the complaints of the anemnesis (learned history) panel at the first visit.  If the organ is not in the list, then type in an organ, which was removed by placing it in the Appending box.  Although the organ is not present the energetic frequency (pattern) may still show as it was at the time of the removal, and so it should be listed for proper registration of the device.  

Disclaimers: 

· The DIACOM is an energetic device that measures subtle electrophysiological frequencies and is not a medical device intended for diagnostic or therapeutic analysis.  Anyone suspecting they need medical attention is advised to consult their licensed medical professional.

· The DIACOM is currently used for independent home use and is sold as such.

· The DIACOM is currently operated within business only as a teaching device for self-use and for part of a client’s personal choice to determine their options for further medical or life style needs.

· The DIACOM cannot diagnose, treat, or cure any client’s medical condition, but merely advise the client of possible lifestyle changes.

· The DIACOM is used on a client of his or her own free will, and is currently a research device.  Any recommendations shown by the equipment of potential lifestyle or supplemental options should then be consulted with the client’s practicing physician.

· All non-medical practitioners should use the terms “client”, “frequencies”, “stress reduction” and “imbalances” when working on any client.

· The terms “patient”, “diagnosis”, “treatment”, “therapy”, “frequency balancing”, and “disease” should be used only by a licensed medical professional.

· Any term within the program referring to any medical condition is only there to refer to a type of situation or possible imbalance of energy flow, and does not mean the client has that condition, the term or verbiage is by no way a view of the practicing therapist.  Any visual pictures within the program or this manual, are the pictorial representations and used to help the technician understand how a frequency may appear in a natural state.

· This manual is intended for the use of device navigation.

· This is one option for stress reduction.

· At the time of this printing this machine is for home use and for training purposes.

· Disclosure for Distribution or Manufacture location is the responsibility of DIACOM.
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CHAPTER 1

A WORD FROM THE COMPANY

Diacom Manufacturing

Na Dolinach 1175/33

Prague 4, Nusle 14000

Czech Republic

USA Diacom Distribution

D.K.G. Nature’s cure, Inc.

37010 17th Ave. South

Federal Way, Washington 98003

Anatoliy (Toni) Vykhovanets

diagnostichealth@yahoo.com

www.diacom-nls.com
http://diacom-nls.com
(206) 778-5075 (Toni)

(206) 334-6835 (Diana)

Information from the Research and Production Association of Meta Med and the corporation.  This information comes from them and is in no way this authors view, or research.

The research carried out on the energy fields around plants and animals, by the Institute has concluded that there exists an extremely weak low-frequency vortex magnetic field around all biological systems. In trying to understand the energy fields which surround all living things we have come close to understanding the bio field phenomenon, the existence of which has been known since time immemorial, with some of the evidence found in the – Ayurvedic and in Chinese medicine.

According to the theory of quantum entropy logic, the information exchange in any system occurs distantly and selectively due to the quanta of electromagnetic frequency wave form, which has energy equivalent to that which is required to breakdown the bonds of the system’s elementary structure. The principals of the theory of quantum entropy logic give rise to the assumption that biological systems with existing stress lead to unstable (meta-stable) states, which make the system’s breakdown far more probable. 

DIACOM, which underlies the research system functions, according to the principle of amplification of the initiating signal, with the disintegration of the meta-stable systems involved. 

The magnetic moments of the molecular currents, affected by external physical fields, lose their initial orientation, which causes misalignment of the spin structures of the delocalized electrons of the admixture centre of the cortex neurons. This in turn gives rise to their unstable (meta-stable states) whose disintegration acts as an amplifier for the initiating signal. The hardware-software system developed at the Institute of Practical Psychophysics enables activity of brain neurons to help the client help themselves in their own lifestyle changes, muscular education, and stress reduction.

The research workers have made a breakthrough in the development of information preparations for indicating optimal homeostasis balance within the body through this voluntarily controlled physiological response through a wholistic approach of spiritual, and physiological biofeedback loop reactions.  The fundamental concept in the development of this equipment was the hypothesis that the human body has an electromagnetic information framework that is able to respond to 

Voluntary physiological reactions.  The staff of the Institute of Practical Psychophysics managed to bring together different and separate trends of Valeology creating a quantum leap in working out a method of active homeostasis control. META- frequency balancing is a reaction of a biofeedback-induced loop, influencing the body through DIACOM system using the client’s voluntary control in wholistic education to influence the feedback loop. 

This causes enlightenment or an entering or his increased sensitive status; thus strengthening biological activity of the patient / client and the closing connection on agrarian and industrial complexes, by means of the trigger gauge.  The received information is processed by software.

Application

The device “DIACOM” 

For exact definition of a functional status and updating of the imbalances caused by stress you should see a licensed medical doctor.  The Diacom visually displays the clients reaction to stress by:

· A visual rating on Flandler’s scale (levels of stress)

· The analysis of factors of spectral similarity (graph)

· Visual comparison of schedules with etalons of stress potential

· The analysis of different level schedules (fine tuning)

· Entropy analysis (comparisons of stress)

The operating procedure

1) The device is designed for determining simultaneous imbalances of one client.

2) Duration of reception (appointment time) of the patient / client is 40 minutes – 1.5 hours.

3) To carrying out a session on frequency analysis for stress imbalances on a client the persons operating the equipment should have appropriate education and possess a certificate or license, dependent on their field of expertise.  A technician cannot prescribe, diagnose, treat or heal while operating this equipment.  Special preparation or training in the health field are assumed and expected, and continued education is suggested.  Education on health issues must be sought outside of this device and with proper credentials.

The device “DIACOM” is intended for translation of the stored information in a digital code, and also for perception of a signal fluctuation and its transfer for processing to a computer.  The device is plugging to a computer through a USB port (COM-port). Control of the process and its interpretation is carried out by the operator and the voluntary reactions of the client.

The design of the device “DIACOM” provides an increase of sensitivity by utilizing the degree of reliability from the operator’s job results; this is done by a voluntary influence of the clients brain.  The imposed rhythms discompose biosystems, and the unbalanced (metastable) system allocates energy according to the theory of quantum entropy logic, so there is an activation of a biofeedback loop with a brain-bark activity (the outer portion of the cerebrum at the cerebral cortical cortex of both the right and left hemisphere), described by intuitive perception amplification.

Characteristics of NLS-Analysis

1.   Power source voltage 

9-12 v 500 mA

2.
Start-up time and reset the buffer

( 5 sec

4.
Sync Speed

8 MB/sec

5.
Frequency of internal field

5.45-5.51 GHz

6.
Light-interference resistance

4.17 W/m(
7.
Electromagnetic noise immunity in the fields centimeter
10-12 mkVt/sm(
The level of a radio noise created by the device does not exceed the values established by the all-Union State Standard 23450-79.

The conclusion:

DIACOM MRIT is 

· Recommended as sensitive, accurate and specific investigative technology for stress

· Efficient and safe for both doctors / technicians and patients / clients

· Non-invasive, with no radiation

· Fast to operate

· Easy to use

· Provides reactive response of stress using voluntary controlled physiological parameters of the body

MESSAGE FROM THE MANUFACTURER:
Repairs and maintenance for any equipment supplied with the DIACOM, including the DIACOM itself must be performed by the manufacturer.

CHAPTER 2

TECHNICAL ISSUES, HELP AND PREVENTION OF PROBLEMS

Common Error Messages:
Application anable to find diacom device and will be closed
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If you forget to turn on your Diacom or forget to plug in the USB cable you will see this picture stating “Application anable to find diacom device and will be closed”.  

Should you see this message check the following:

· Make sure the device is plugged in and turned on?  

· On the newer machines the suppliment cup must be plugged in before the machine will work.

· Is the left headphone on with the cord on the left ear?  

· Is the USB cable connected?  

· Click “ok” and then activate or plug in the USB. 

· Be sure to turn off the Diacom after each client and unplug the USB cord to re-set the machine.

Occationally the program may open even though you did not turn on the machine, however you will not be able to pull up any existing client files.

Bioinductior is out of order

If the headset was not put on, or not put on the correct way so that the trigger inside the headset is not recognized, or if the headset is not plugged into the DIACOM you will see this message “Bioinductior is out of order”.  It will also appear IF the client takes the headpiece off during interpretation or frequency balancing and will stop the session instantaneously. Be sure the supplement cup is plugged in.
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If this message comes up on your screen then check the headpiece, or the connection the Diacom box to be sure it did not come loose, then click Retry and it will restart at the point it stopped.

How do I find my DIACOM program to look up information?

· Go to Start on your desktop

· Local Disk C drive

· Double click on Program Files

· Right click on Diacom and create short cut for placement on desktop (only necessary the first time

· Find Diacom icon [image: image7.png]



· Double click to open program

My Video is cut off at the bottom and/or the words do not line up with the white boxes they should fit into, how do I fix this?

Screen Size: The resolution settings required for this system are with a 5:4 aspect ratio and use may use the following settings: 1280 by 1024 pixels, and 1600 by 1280 pixels or 1024 by 768. If you are using a laptop you can change the display settings in the control panel. Look for the display that is closer to square than a rectangle.

For step by step click: 

If you wish to change your pixel size you may do so before going into your program by right clicking a blank spot on your desktop.  This opens the program properties box. 

1. Turn on computer

2. Click on Properties  

3. Click on top tab of Settings  

4. Change the pixel size (remember that the higher the number the more pixels on your page, think of this as little dots, which make up the picture)    

5. Make your choice by using the horizontal slide bar

6. Click okay   

7. Go back into the DIACOM program and see if it is correct on your page now, if so proceed to run the program, if it is not yet correct then close and repeat this past process until the size is correct for your computer.

If the program is already up and you cannot see the buttons correctly. 

1. The DIACOM program must be closed, you may have to do a control+alt+del to get your task manager to come up so you can do an “End Task” since your “Main Menu” button will be visible on the bottom of the screen for normal closure. 

2. Right click on your desktop  

3. Click on Properties  

4. Click on top tab of Settings  

5. Change the pixel size (remember that the higher the number the more pixels on your page, think of this as little dots, which make up the picture)    

6. Make your choice by using the horizontal slide bar

7. Click okay   

8. Go back into the DIACOM program and see if it is correct on your page now, if so proceed to run the program, if it is not yet correct then close and repeat this past process until the size is correct for your computer.
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Can you use the DIACOM in Subspace?

· No, reactions from the client must be through the headset the machine, as such the client must be on using the machine.
· The program is secured from unauthorized copying. The program can only be installed and started with the apparatus 'DIACOM' switched on.
How many hours may my system be on without problems?

· This apparatus can run non-stop for 12 hours.
· Between clients close out back to your desktop, and unplug and replug the USB attachment to completely deactivate the device. 
· Then restart the Diacom for your next client or you will find that you often have your computer freeze up between clients and the program may refuse to open, give you an error message or lock in place and you will have to control + alt + del to turn off the Diacom and unplug the USB to start a new client.
What are the system requirements?

The minimum system requirements for proper operation are:

· Windows XP/Vista/or Windows 7 Operating system

· CPU - Pentium III at least 500 MHz;

· RAM - 256 MB;

· Video card: 8 MB or more; with at least 1024x768 resolution with an aspect ratio of 4:3 

· Free space on hard disk - at least 1GB; 25% free space recommended for normal windows operation;

· CD-ROM;

· A free USB port

Optional Equipment:

· Medical grade surge protector is always advisable on electrical equipment
· Printer: printing is optional for depending on liability and therapist wishes
· Travel Drive or flash memory to copy client files, optional

The preferred System Requirements

· Windows XP/Vista/or Windows 7 Operating system

· CPU - Pentium 4 at least 2000 MHz;

· RAM - 512 MB;

· Video card: 64 MB or more; with at least 1024x768 native resolution with an aspect ratio of 4:3* 

· Free space on hard disk - at least 1GB; 25% free space recommended for normal windows operation.

· One free USB port
· CD-Burner, DVD

· Uninterruptible power supply, or medical grade surge protector.

Transfer patient file from one PC to another PC

Before transfer patient files, copy all pertaining files on the travel drive or flash card

1. Safe file on flash card

a. Click on start or My computer on the Desktop

b. Left click on my computer

c. Select C drive 

d. Select Program Files

e. Select Meta Med 

f. Select DIACOM

g. Select Base

h. Press Ctrl and left click on every patient’s files you want to copy (these are not under the clients name but listed as patient with a code behind them).

i. Continue to press Ctrl and left click on the following files: (issled.*, patient.*, pays.*, doctor.*)

j. Press Control  & C

k. Click on Back until you get a list of drives

l. Left click on flash drive, create and name a new folder

m. Copy files on the flash drive by pressing on Control  & V

2. Copy data on second PC from the Flash drive 

a. Click on start or My computer on the Desktop of your second PC

b. Left click on my computer

c. Select Flash drive 

d. Press Ctrl and left click on patients files you want to copy

e. Continue to press Ctrl and left click on the following files: issled, patient, pays, doctor

f. Press Control  & the letter C on the keyboard

g. Click on Back until you get a list of drives

h. Left click on C drive 

i. Select Program Files

j. Select Diacom 

k. Select DIACOM

l. Select Base

m. Copy files on the flash drive by pressing on Control  & the letter V on your keyboard

Saving and Retrieving Old DIACOM Database Files

Saving Old DIACOM Database Files
· In My Documents (on your C drive, or on a zip drive if preferred), create a file folder to receive the DIACOM database files you wish to save or store and give the file name, i.e., Christian’s DIACOM Client Files. 

· Inside of the folder, you can place another folder to cover the applicable time period, if you like. 

· You may want to label the folder to show the time period covered by the stored file inside, for instance.  Because client files are saved independently by name into this folder.

· "Client files from 01-16-10 until...".  

· Hook up the DIACOM equipment to your computer, if you haven't yet done so, and boot up the program.

· When the DIACOM program opens, click on the "Reception of Patient" button.

· At the upper left corner of the page, under the words "Card-Index- reception by Doctor", you will find three pull-down menus: "Patient", "Doctor" and "Options". Click on the choice entitled "Options".

· From the pull-down menu, which appears, select the choice entitled "Exchange".

· Making sure that the words "From Program" are showing in the pull-down box (at the upper left hand corner of the page), select the names of those people whose files you would like to save from the "Name and Age" box, on the mid left side of the page.  

· Now choose and highlight the items in the bottom portion below the name on the left, which you want saved; they will transfer to the right side when you click the round circle with the pointing finger.  This will open the Copy button, which has been grayed out until now.

· Click the "Copy" button (the one showing the finger pointing to the right), found in the upper, middle, left-hand portion of the page (so that you can copy that person's file to the box showing the group of files that will be saved, found at the upper right side of the page).

· When you have finished copying all of the patient (client) files you have chosen to save to the copy box, press the "Copy” bar (which displays an icon of a floppy disk) at the upper left side of the copy box.

· A "Select Directory" box will appear. Select the drive on which the DIACOM database file you created is found and browse until you find that database file. Click on the file to open it.

· Click on the "Copy" button to copy the files to your chosen file. A message box will pop up showing the words "Researches transferred on disk c: successfully".

Retrieving Old DIACOM Database Files

· Remember you must have the DIACOM attached to your computer, and headset on when starting and boot up the program to engage the system.

· When the DIACOM program opens, click on the "Reception of Patient" button.

· At the upper left corner of the page, under the words "Card-Index- reception by Doctor", you will find three pull-down menus: "Patient", "Doctor" and "Options". Click on choice entitled "Options".

· Then select the choice entitled "Exchange". 

· In the pull-down box, in the upper left hand corner of the page, select the "To program" option. 

· A "Select Directory" box will appear showing the file you have created for database storage. If the file to which the “Select Directory" box opens is not the correct file, then just browse until you find the correct database file.

· Select the desired file from the old database, which has been opened, and click the "OK" button to copy it the DIACOM's copy box, found at the upper right side of the page.

· Continue in this manner until all desired database files have been copied to the copy box.

· When all desired files have been copied to the copy box, click on the "Copy" button (the one showing the finger pointing to the left), found at the upper, middle, right hand portion of the page.  

· A message box showing the words "Researches transferred to program successfully" will appear and the retrieved files will show in the "Name and Age" box, on the mid left side of the page.

· The retrieved files are now ready for use in the DIACOM program.

Installation of DIACOM Update Program

· Follow the instructions above to save your patient / client files.

· Go to http://Diacom-nls.com/ should you not be able to download this via the internet please contact your Diacom distributor for a cd installation program.

· This site will lead you to the correct location for new software installation

· Follow the prompts for installation

· Turn off your computer and restart

· Use the attached instructions for imputing the old patient / client files

· Your updated program should be ready for your use.

How and why do I uninstall the DIACOM?

Why? Because if the file gets corrupted you may need to reinstall the program to insure quality of interpretation.  Be sure you have backed up your client files in a new empty folder, because deleting the file will remove all client data.  Updating your program with a newer version will also require deleting the old program.

How? It is now simple, put in your new disk, or the old one if you have a current problem and when you follow the installation instructions you may choose to Update, repair, or remove.  It no longer requires a separate uninstall/removal disk.

Transportation of my DIACOM

Transportation by any means if fine, except in unheated plane compartments.  It is recommended that the DIACOM be kept indoors and at the temperature of 10 - 35º C or 50 - 95º F and relative humidity up to 80% at 25º C or 77ºF. The air indoors should be free of impurities causing corrosion.

What is my warranty from the manufacturer?

The warranty period of the Diacom device box, with observance of normal operating conditions, storage, and transportation by the consumer, is 36 months from the date of delivery of apparatus.  Ownership may be transferred within that 36 month period; please contact the company to make sure this change of warranty is done to ensure coverage.

During this warranty period the manufacturer repairs the product are free of charge.

Exclusion: Because the sensors of the headset are delicate, it is important that they do not sit loose between uses, especially if the device is left on. The headset should be on some form of holder when not in use, (i.e. over a pillow, or a manikin head.)  Should the headset come in disrepair, then please send it immediately back to the USA distributor for replacement and this is covered by warranty.  Headset use is not covered under the device warranty, so if your headsets later develops a problem a new headset may be purchased via the www.diacom-nls.com website, see website for cost.  Child size headsets are also available on the website as are replacement cups, electrodes and power adaptors.

The manufacturer may deny a guarantee repair in cases of mechanical damages, violation of guarantee seals and fastening junctions of housing, presence of opening traces on internal surfaces of apparatus, independent repair or modification of internal communications when the device has been opened by an unauthorized party.

The warranty loses its force if the product becomes floor sample, as the result of casual damages (damage caused by a customer, animals, insects, or general misuse), damages caused by water and other liquids, as well as by instability of a power supply network, or acts of nature.

The conditions of the warranty do not provide periodic service, repair or replacement of details upon violation of operation norms.   In all these cases repair or detail replacement can be made at additional expense.

The transportation of a faulty product to guarantee workshop is carried out by a customer.

Term of works accomplishment is not more than 30 working days.  The replacement of items, which are not, a subject to restoring, is made upon presence of original packing of an item.

CHAPTER 3

STARTING YOUR DIACOM
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Set up

Your package should come with all the equipment ordered for your specific machine.  For the DIACOM Lite-Freq this will include the DIACOM box, the headset, and a supplement cup for homeopathic supplements, and a loading program disk (optional) although your program may be loaded through an automated loading system from the company via the internet.  There may also be other disks included for your learning experience; these may also be available via the internet.

To assemble your equipment plug the cords in the holes that are marked for them in the back of the Diacom box.  You will notice they all look different.  The only switch, used is on the back of the Diacom box and is the on/off toggle switch.  
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      1     2      3      4      5    6     7    
	1. Power Switch

2. Power cord connection jack

3. USB connection

4. Product testing cup connection jack

5. Headset connection jack

6. Top row of hand electrode connectors

7. Bottom row of foot electrode connectors


Loading your program is normally a simple procedure, and you can install it on numerous computers for ease of use, as this equipment does not require access codes, however only one computer will function at a time, since activation requires the actual Diacom box to be attached.  

Occasionally, your computer will not recognize the port you have chosen for your USB port.   You will find that when you load your program only the port you first use to install the USB will recognize it after that time.  However, should you run into a problem opening your program, when you have put your USB into the proper slot, see the step-by-step procedure in the previous chapter under technical problems. 

Once you have everything together and put the USB into your computer port you simply turn on your computer and then turn on the power switch to your DIACOM.  Place the headset on so that the cord is on the left, THE HEADSET MUST BE ON FOR THE PROGRAM TO OPEN AND RUN.  Double click on the DIACOM desktop icon and your machine should come up and be ready for use.   
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This device is extremely easy and should take you into this page asking for Reception of Patients/Clients, which is the entrance to the DIACOM or the “Main Menu”, just click on Reception of Patients. 

Should you miss a step in the opening procedures you will find it reminds you along the way with easily understood statements, as below.  This one comes up should you forget to turn the switch on to your machine.
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At this time, should you see this, turn on your DIACOM device and then click “no” (the yes will not at this time take you in) and then reopen the DIACOM on your desktop.

Instruction for the Electrode connectors (number 6 & 7) are not in this manual and will be instructed at an advanced training for licensed or certified personnel only.  

REMEMBER THAT AT THE END OF EACH CLIENT YOU MUST EXIT ALL THE WAY OUT OF THE PROBRAM, THROUGH THIS ENTRY PAGE, CLICKING EXIT.  TURN OFF THE BOX AND UNPLUG THE USB PORT, REPLUG THE USB, AND TURN THE BOX BACK ON BEFORE YOU RE-ENTER FOR YOUR NEXT CLIENT FROM THE DESKTOP.  THIS PREVENTS FILE CORRUPTION. 

If the headset was NOT put on or not plugged into the machine you will see this “Bioinductor is out of order” message.  It will also appear IF the client takes the headpiece off during interpretation or frequency rebalancing and will stop the interpretation/rebalancing instantaneously.
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If this message comes up then try to fix the headpiece, or check the connection to be sure it did not come loose, then click Retry and it will restart at the point it stopped.  If it did not and you are sure the device is switched on you may need to shut the Diacom and then unplug the USB from your computer.   After shutting down replug the USB and then switch on the box, and then double click the Diacom icon to restart the program.

Typically you will find the, “Application unable to find Diacom device and will be closed” if the Diacom device was not attached properly and see the following message:
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This is the message you will get should you forget to plug in your USB into your computer.  Be sure you know which USB outlet you loaded it originally, as that can make a difference to some computers.  If the message comes up and the key is in the correct port, recheck to be sure no wires on your computer came loose, because any kind of “unreadable” connection to your machine may make the computer not recognize the hardware.

If this message comes up and all ports are connected tightly and properly, you have checked to make sure the USB is in the correct port and still it does not read correctly, call technical support.  If this message came up the first time you went to get into your DIACOM then see the technical support section of this manual on how to designate the USB port.

PATIENT/CLIENT DATA SCREEN

When you open your file you will see this page.  I will discuss the top 3 dropdowns here.  Starting with the Options giving us Do Rating, Exchange, Color, and Rating.
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· Do Rating allows for a location of printing designated graphs (in some programs this may be called conclusion printing).

· Exchange allows the interchange of doctors/therapist to go between their clients.  This allows for therapists within the office to place the new client/patient under their name or under the subtitle of “doctor”. It is also the location you will use to save your client files.  The directions for this are in the previous chapter under loading your program.
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· Color allows you to change the color list within the sarcodes (organ) list (this option is being worked on by Russia) At the time of this printing it was designed to highlight research with different conditions in the list of conducted research colors of the organ histological structure.  So that the green line is without expressed functional modifications; the red line is with minor functional modifications; and the brown line is with expressed functional modifications.
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· Rating (information for this is coming from Russia)

The 2nd dropdown is for Doctor (therapist) allows for designating different therapist on the same computer.  
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Clicking on Doctor/Technician opened this panel.  Notice the New and Delete buttons allowing for a new doctor or deleting a therapist. When you add a doctor / technician you must have highlighted the one you want in order to view any of their card indexes.
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Report – Allows us to see the clients we have worked on and the dates that they were in our office.

Conclusion seal – This is a location printing all of the typed billing and information within the client’s file or report, including billing information.  
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Now for the first drop down and starting your clients.

BE SURE YOUR CLIENT IS NOT WEARING MAGNETICS, POLERIZED OR CHEAP JEWELRY, as it can interfere with the process of this equipment. 

NEW CLIENT

This is the “Card Index” panel you will see when you first get this machine.  Because the first client on file is displayed it is advised to make a fake “client” in the “A’s” so that only this file is visible.

You will first see that client information at the bottom of the panel.
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To put your first client in you may wish to make up a name like Aaaron Aa (notice it has 3 A’s in a row, plus the first initials of Aa, should you have other real clients with that name it will force this file to the front) because this panel will always show your 1st client in your data base when you bring up the screen, so for client confidentiality the imaginary A. file client  will protect you.

Now to start your first real client file.  Click on Patient and the dropdown will come down with the options of New, Delete card, Delete by date.  Click on NEW.
The choices of putting a name in by first or last name is a therapist choice, but whichever you choose, keep it consistent.  I put in last name first because so many people use nick names and I find it easier to look up last names.


The Age is their current age at the date of their first visit. Male/Female, be sure that the male/female is correct because it will designate which types of panels the computer goes through for interpretation.   If you forget to do this then a message box will come up saying “No Age”.

Address: if you plan to use these files for contacting or mailing your clients then fill in the address. This also can be a preventative if you have two clients with the same names, even then they can have the same age (since birth dates are not used here age is not a safe way to distinguish between clients). (Optional use)

To Pay is a reminder for you on cost and for billing (optional use).

Anemnesis is the location when clicked that allows your client some choice in centering in on locations of concern, and although it does not override the computers choices for interpretations it will add to them.  We will see this in two pages. This again is an optional use, but is suggested.  If you choose Anemesis the machine will take you directly in, if you do not then you will click OK and then use the “New” right bar to enter.
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RETURN VISITS

When a client returns the same day or another visit in the future all you have to do is click on this line empty top line (above Search card) and start typing in their name, as it finds suitable matches it will show them in the middle panel (left).  At this point all you have to do is choose “Follow Up” if it is before midnight of the same day, or choose “Control” to begin the next interpretation session on this client.

Another option is using the “Ctrl” and the “alt” keys together placed over the purple Person free is where the client list is accessible and click to see the full list of all clients.
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NOTICE THE LIST OF GREEN AND RED on the card file (brown not shown on this picture).  This shows the different colors depending on the functional state, after the scan has been run.  

Green line shows no pronounced functional changes in evidence

Red line shows minor functional changes

Brown line shows pronounced functional changes

ANEMNESIS

This is a location to point out health history for doctors, and a location allowing for the client to provide more interaction to the therapist, thus allowing them to express areas of concern that they wish the technician to know about. Recommendation is 1 to 5 complaints/concerns.
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To help with the areas that a client wishes to address by frequency imbalances within this program click on one of the dots; you will notice that the right shoulder (left side of the picture) always has the green dot on it to start.  Once you click the area you want you click on as many of the list of the right as you wish that are pertinent, you will see the dots change from green to red as you choose them.  After this you can click on another area of the body.  Part of educating the body for stress reduction is the mental connection made by the client to their issues, this allows the client to voluntarily control physiological parameters of the body.

You will notice this list is for complaints, which is one of the three choices above.  Complaint offers the choice by issue.  To add items not in this list click on Correction.

Diagnosis tab is an option for medical personnel to place specific medical conditions into the Anemnesis rather than under “Complaints”, this can also be done by technician’s, using the information from the client, from pre-diagnosed conditions from their licensed medical doctors.

Diagnosis, offers the list by predetermined medical diagnostic complaints. As shown below.
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This list can also be clicked on for one or more issues.  The Analysis panel does not have a listing yet and is only used in Russia.
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The listing for Anemnesis that you chose will show up listed here on the Polling page of your client.  To Append this list you will either need to click on Append and type the item into the list, when the new box opens within the list, or if you were not just coming from of the anemnesis body picture (the previous page), but instead through the “New” tab on the new client bar of the card index page, and the Append is grayed out you will need to push the Space button to go into the anemneis before you attempt to do this.

Next you need to know which buttons to push before you click on the “Start”.

BUTTONS FOR BASIC USE
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This is how the panel looks before you make your button choices and begins the interpretation process.

Express – is the location you will use at the beginning of your DIACOM education, and will probably remain most often utilized.  This interpretation normally takes 5 to 15 minutes to complete (the more added in Anemnesis the longer it may take).

AutoTune – When this is compressed the machine will choose which items to interpret,  when provided by the clients voluntary physiological control, but you as a therapist can interrupt easily and add to the list.

Stealth – When this is clicked the computer lets you manually add to the list before you hit start, this is done on the first visit with the anemnesis, at other times this button is automatically compressed.

The list grows by the client’s voluntary physiological responses to the device.

When any of your scanning for frequency imbalances is done, you will see this message “Research done”.

DIACOM TECHNIQUES

(Shortcut sheet for your office)

PPROCESS A:

Step 1 (Fast Frequency balancing)

1. Click on Meta-Frequency

2. Start

3. Repeat steps 1 & 2 up to three times (even if not all corrected)

Step 2 (this Frequency balancing allows you to make choices of looking at the frequency imbalance information, should you so choose.  These choices are under the Analysis listing below.)

1. Click Analysis

2. Click Meta-Frequency

3. Start

4. Repeat steps 1-3 up to three times (even if not all corrected)

Step 3 – Looking at relevant frequency lists and top pathogens

1. Click item with red dot (Polling Page -main interpretation page)

2. Click Analysis (upper right)

3. Test (top one by upper graph)

4. Click C, D & E (upper Left) this is only necessary the first time you enter this page for this client at each visit, it will remain unless changed.

5. Adjust All (lower Right)

6. Auto Model (lower Right)

7. Click area of concern (any area below the number 1, i.e. .076 - definition is on the side)

8. Click Entropy Analysis (Bottom Right)

9. Click Exit (on graph page Bottom Right)

10. Issues in list with the Red dot in first column are today’s concern.

11. Issues with ( symbol or with a higher the number in the 2nd column are more involved in the past

12. Issues below 1 (i.e. 0.135) are relevant today (4th column)

13. Invert or Reprinter 3 times: Do only after learning Adv. techniques Chapter 5

14. Exit

PROCESS B: Cross-reference incite to other body parts.

1. Click items with red dot (Polling Page - main interpretation page)

2. Analysis (upper right)

3. Text (upper right) Puts green + marks on page

4. Click on area by + next to levels 5 & 6 it will give you the areas it is connected to.

5. Close description box or click ok

6. Click Exit or Meta-Frequency

PROCESS C – Comparing 1st scan to Frequency balancing or supplement scan
1. Choose item with red dot (Polling Page - main interpretation page)

2. Click Meta-Frequency (middle right)

3. Start

4. Analysis (main start page)

5. Analysis + (middle right)

6. Auto Search (middle right)

7. Look at bottom to see rate of improvement

8. Click Improvement  (middle left between pictures to see colors flashing for improvement locations)

9. Exit

10. Repeat steps 4 – 11 up to three times for desired improvement.

11. Repeat from steps 1-12 for every panel needing Frequency balancing.

12. After the first visit you can compare this information to the past sessions, or to the first visit today to the last visit of today after Frequency balancing.

PROCESS D – Increasing area of concern

1. Choose item with red dot (Polling Page - main interpretation page)

2. Click Analysis

3. Click + in upper left corner, changes the + to a -.  Move the curser to an area of worst concern Click once and let go, now move the cursor and it opens a box, which will enlarge image.  

4. If there are extra dots available to increase area new dots will appear. 

5. Click Evaluate Fragment (a new button below the “test” button on right to get these new extended areas of frequencies to view in 1 to 6 numbers/shapes.

6. DIACOM frequency balance (or interpretation to see pathogen list, Analysis Type 1 above)

7. Start.

PROCESS E – Supplement interpretation

1. Area of concern (Polling Page - main interpretation page)

2. Do one Frequency balancing first so you don’t loose the main scan picture (interpret supplement will override the picture)

3. Click Analysis

4. Vegeto Test (middle right)

5. Type in item to interpret (put on or in cup)

6. Ok

7. Analysis + (middle right)

8. Auto Search (middle right) check for improvements

9. Click Improvement (middle Left between picture) optional

10. Check bottom right for answer to interpret the supplement.

11. Exit

CHAPTER 4

OFFICE FORMS

(Note: consult your attorney for verification of proper forms)
Client Intake Form (option)

DIACOM RESEARCH AND/OR TRAINING

_____________Health Center L.L.C.

Address

City, State  Zip

Phone #

ANALIZING STRESS IN THE BODY

EPFX / QXCI BIO-FEEDBACK QUESTIONARE

NAME___________________________  REFERRED BY_______________________


ADDRESS _____________________________________________________________

_______________________________________________________________________

E-MAIL _______________________________________________________________

PHONE___________   FAX#____________  CELL PHONE _____________________

BIRTHDATE______________________  PLACE OF BIRTH_____________________

ORGANS REMOVED (INCLUDING TEETH) ________________________________

_______________________________________________________________________ 

_______________________________________________________________________

________________________________________________________________________________________________________________________________________________________________________________________________________________________

LIST DIETARY SUPPLEMENTS _______________________________________________

________________________________________________________________________

________________________________________________________________________

PLEASE LIST ANY AREAS OF CONCERN ________________________________________________________________________

_____________________________________________________________________________________________________________________________________________________________________________________________________________________________________________________________________________________________________________________________________________

TECHNICIAN UNDERSTANDING OF CLIENT FORM (optional):

This form is utilized to help the client understand potential stressors to the body.

Answer any that apply with a number

____ Number of organs removed

____ Number of synthetic drugs used currently

____ Amount of times you smoke (chew) per day (tobacco)

____ Number of steroid type drugs used in the past

____ Number of dental fillings NOT porcelain present (including removed within last year)

____ Number of street drugs used per month

____ Number of all known allergies

____ Number of unresolved mental factors

____ Responsibility for your dis-ease on scale of 0 (min) to 10 (max)

____ Amount of fat in diet as % incl. processed food (national average is 40%)

____ Personal stress 0-10 (10 max)

____ Number of sugar type products per day (Including soft drinks, ice cream, etc.)

____ Number of exercise sessions per week, at 20 minutes or more (not work)

____ Number of alcoholic drinks per day on average

____ Number of cups of coffee, tea or caffeine products (chocolate) per day

____ Number of extreme toxic exposures per year (radiation, insecticide, chemicals, chemoFrequency balancing, etc.

____ Number of major injuries and surgeries (incl. emotional traumas) from past

____ Number of major infections

____ Number of water or natural fruit juice drinks per day

____ How many kilos overweight 1kilo = 2.2 lbs.

List any stress types (job, family, home, relatives, emotions, etc.) ________

_____________________________________________________________

List any inherited disorders ______________________________________

_____________________________________________________________

Please check any stressors that apply in which you wish to discuss potential lifestyle changes (optional).
____ Vascular or circulatory dis-ease, cold extremities, artery or vein problems

____ Infection or history of infections

____ Neoplasm, possibility of cancer, tumor, or degenerative dis-ease

____ Dietary problems, possible addiction to drugs or toxic exposure

____ Intoxication or possible addiction to alcohol

____ Congenital disorder, hereditary or from birth

____ Allergy tendency or prevalence of allergic symptoms in history

____ Endocrine disturbance, hormonal, glandular, or regulatory problems

____ Emotional problems related to the client’s concerns

____ Stress related to the problems of the client

____ Sensory (eyes, ears, taste, feeling, smell) problems in client’s history

____ Adverse reaction to excess humidity, heat, cold, dryness, wind, or radiation

____ Lack of awareness, need for education

Toxic Exposures:

____ Beauty shop toxins or similar

____ Asbestos from shipping, industry, insulation, etc.

____ Insecticides, herbicides, industrial farm chemicals

____ Heavy metals

____ Food additives

____ Radiation

____ Chorine or fluoride sensitivity

____ Environmental toxins of water and air pollution

____ Exposure to infections

Wellness & Bio-Feedback Research and Training Consultation Waiver

1. I fully understand that the attending technician is not an allopathic practitioner (MD) and does not portray his/her self to be one, but is a wellness consultant and Bio-Feedback technician.

2. I fully understand the difference between the practice of allopathic (conventional) medicine, nutritional wellness consulting, and Bio-Feedback.

3. I fully understand that the services provided by the attending technician are not allopathic, but are strictly behavioral, stress or Bio-feedback in nature.

4. Any reference to patient within this Frequency balancing is solely due to the technical terminology within the DIACOM program and in no way implies that the client is a medical patient.

5. I fully understand that the attending technician performs his/her services within the parameters of a natural health care and wellness system using Bio-Feedback and stress reduction.

6. I fully understand that the attending technician does not offer allopathic drugs, surgery, chemical stimulants, radiation, Frequency balancing, or any other conventional treatments.  In addition, he/she does not diagnose, treat, or otherwise prescribe for any disease, condition, or illness, and that my wellness and stress parameters are being measured.

7. I have solicited the attending Bio-Feedback technician’s services in good faith, exercising my free will and following the dictates of my own conscience which allows me to select what I understand is most beneficial to my health. 

8. I also exercise my free will in asking this business and technician for their opinion on items and situations which may expedite my good health; it is my choice should I accept to utilize or apply any of those ideas or suggestions at any time.

9. If I desire any services not provided by the attending Bio-Feedback technician, which is my prerogative, I fully understand that I should seek them elsewhere.  A referral for such services can be arranged.

10. I presently seek counsel, advise, opinions, Bio-feedback or points of view and/or programs within the scope of the attending technician’s wellness and stress reduction practice.  I am fully aware and release the Bio-feedback technician to do Bio-feedback stress interpretations and frequency balancing.

11.  I fully understand that the services provided by the attending technician are not generally accepted and/or recommended by allopathic doctors (MD’s) or other conventional health care professionals.  I realize that insurance payment may be possible, but is highly unlikely.

12.  I understand that payment is expected at the time of service, unless otherwise arranged prior to my scan.

13.  I understand that I must call and cancel an appointment at least 6 hours prior to my scheduled appointment time.  If I do not show up for an scheduled appointment I will be charged full rate for that time.

14.   By signing below I acknowledge that I have read and understand all parts of this waiver and that I have had the opportunity to ask any questions with regard to all such procedures.

15.   The Food and Drug Administration have not evaluated these statements.  This product is not intended to diagnose, treat, cure or prevent any disease.

16.   I understand that is my responsibility to present myself when observing or participating this session, when employed by the FDA or any other governmental agency.

Signature _______________________________  Date _________________

TERMS

Anamnesis = complaints

Auto Tune = computer chooses automatically, but can be interrupted

Elation Object = is deeper than CDE only and is an advanced level.

Elalon =   an optical instrument with two plane parallel reflecting surfaces, used for the precise measurement of distance or the wavelength of light.

Evaluate Fragment= For enlarging the area to view and interpret within 1 panel, many are not available. 

Express = Short version

Localize = To do smaller area more specialized by a square or circular area.

Mega Test = Vegeto-test 

Meta Frequency balancing also called Meta-Frequency 

Nidus = stress factors

NIVIS = Particular spot or Foci

Organ specific = Sarcodes

Stealth = Computer chooses but shows you list to add to before you manually hit start 

REMEMBER THAT AT THE END OF EACH CLIENT YOU MUST EXIT ALL THE WAY OUT OF THE PROGRAM THROUGH EACH PAGE; AND RE-ENTER FOR YOUR NEXT CLIENT FROM THE DESKTOP.  THIS PREVENTS FILE CORRUPTION. 
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